Pacemaker malfunction simulated by amplifier saturation.
In this case report, pacemaker malfunction is simulated by prolonged pauses after each pacemaker discharge. The pauses were due to saturation of the input of the telemetry monitor amplifier by the discharge voltage of the pacemaker. It is important to recognize amplifier saturation as a form of artifact that can mimic pacemaker malfunction.